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Status Overview 

•Keep HV and LV on !! 
‐Both are stable. 

•CalibraDon with beam looks good! 

• The 96% of modules work well !!
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CalibraDon with Beam

North and South are consistent.  Each PMT has almost same value.

# of p.e.

TAC
PMT id

Run# 275901
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304 stable PMTs 8 unstable PMTs 8 PMTs don’t work well. 
The PMT id s are 
38, 63, 70, 100, 123, 127, 
137 and 142 

‐ 160 Boxes =320 PMTs in the aerogel

PMT calibraDon with LED signal

Each box has 2 PMTs. 
‐Box with a bad PMT can’t be used to take data.
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154/160=96.25% boxes are available.
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Acceptance



Back Up
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